Dislodgement of a Wiktor stent during intracoronary ultrasound examination.
We report a case of stent dislodgement complicating adjuvant intracoronary ultrasound (ICUS) imaging that required emergency coronary bypass grafting. This probably very rare complication gains importance since ICUS is increasingly used to confirm adequate stent expansion and full coverage of the lesion.